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ABSTRACT 



Previous investigations have attempted to determine the isotopic 
composition of carrier-free Iodine-131 by activation analysis. Gminder 
and Tyler, and Jones and Crist reported that stable 1-127 present was of 
the order of 100 mg/ml in carrier-free 1-131 obtained from Oak Ridge 
National Laboratory. This was equivalent to approximately 3 mg of 1-127 
per millicurie of 1-131. This amount of 1-127 cannot be accounted for on 
the basis of the fission process alone. Further investigation employing 
an improved detector for activity measurements gave indication that these 
results are high by a factor of one hundred or more. 

The writers wish to express their appreciation for the invaluable 
assistance and patient encouragement offered by Professor W. W. Hawes 
of the United States Naval Postgraduate School during this investigation. 
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1. Introduction. 



Fission-product 1-131, a widely used radioisotope, is produced by 
the Oak Ridge National Laboratory and is represented as carrier-free. (1) 
The process by which it is produced normally involves the irradiation of 
U-235 slugs for sixty days at the maximum flux of the ORNL Graphite Reac- 
tor. This material is carrier-free in the sense that no iodine is delib- 

fs 

erately added to serve as a carrier during chemical separation and puri- 
fication. However, it has been reported that to achieve a satisfactory 
yield of 1-131, a long period of irradiation is necessary; stable 1-127 
and long half-life 1-129 must be formed in sufficient quantity to serve 
as carrier for the 1-131. (2, 3) Fission-product 1-131 cannot be consid- 
ered, therefore, as truly carrier-free. 

The chemical separation of fission-product 1-131 has been described 
by Rupp (3), who stated that after chemical separation and purification, 
the concentration of 1-127 plus 1-129 is of the same order of magnitude 
as that of 1-131. Also, Russell (4), using a mass spectrograph, has 
determined that after the 1-131 activity has decayed, the iodine remain- 
ing consists of approximately equal quantities of 1-127 and 1-129. The 
exact ratios of 1-131 concentration to those of 1-127 and 1-129 will 
vary depending on irradiation time and decay following irradiation. The 
ORNL catalog (1) lists the radiochemical purity of fission-product 1-131 
as greater than 99.9% exclusive of short half-life 1-133, and the total 
solids as less than 2 mg/rac, with concentrations greater than 1 rac/ml. 
However, the content of total solids has been found to vary. Kahn, 
Freedman, and Shultz (5) have found that 1-131 solutions received from the 
ORNL usually contain approximately 5 mg/ml total solids. 

Gminder and Tyler (6) and Jones and Crist (7), using the same method 
and similar instrumentation to the present investigation, found that the 
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1-127 concentration was 10^ or lO^times the concentration of 1-131. 

These quantities of 1-127 are much higher than expected or than can be 
accounted for readily. In a single activation, Jones and Crist were 
unable to demonstrate any activity of 1-130 resulting from initial 1-129 
at the limited flux available. 

Thermal neutron activation followed by analysis using gamma-ray 
spectroscopy comprised the method for determining isotopic composition 
of carrier-free 1-131. In a thermal neutron flux, a fraction of the 1-127 
becomes 1-128 by an (n, % ) reaction. Similarly, 1-130 is produced from 
1-129. For determinations of 1-127, irradiation times of five half-lives, 
or 125 minutes, are sufficient to give 977o of the saturation activity. 

For this irradiation time, if the quantity of 1-129 present is not much 
greater than that of 1-127, activity of 1-130 would be negligible. There- 
fore, for short time irradiations, the measured spectrum of count rate 
versus energy absorbed in the detector is the sum of the 1-128 and 1-131 
activity. Subtracting the experimentally determined 1-131 spectrum yields 
that due to 1-128. 

More accurate composition data are needed for fission-product 1-131, 
and if possible, a method of analysis applicable to preparations or rela- 
tively large activity. This information would be essential in tracer 
applications employing a very high specific activity of 1-131. 

Two variations in activation analysis used previously offer promise 
of improved accuracy. First, the amount of activated product could be 
increased. This could be accomplished by increasing the activation flux. 
Second, the sensitivity could be increased by the use of an improved 
detector. The present investigation attempted to determine the 1-127 
content of carrier-free 1-131 through the use of an improved detector. 
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2. Equipment and Procedure. 

The samples of 1-131 were prepared for activation by evaporating to 

dryness a measured volume of solution in a lucite container. (7) The 

samples were placed at the reactor core center position while the reactor 

was operating at its nominal flux level of 4.5 x 10^ neutrons/cm^/sec. 

Irradiation time was five half-lives of 1-128, 125 minutes. The flux 
* 

level was held constant within one percent through any one irradiation, 
and within five percent for all irradiations. Irradiation times were 
determined to the nearest minute. Elapsed times between irradiation and 
start of counting were two to three minutes; measured activities were 
corrected for decay. 

A three inch diameter by three inch thick Harshaw Type 12A12 thallium 
activated sodium iodide crystal was used for all determinations. This 
phosphor was mounted on a Dumont Type 6363 photomultiplier tube in a 
manner similar to that described by Beil. (8) The detector assembly was 
supported in a lightproof plastic cylinder which, in turn, was surrounded 
by a 3% inch inside diameter lucite sample holder. Provision was made 
for accurately positioning samples at distances of 1, 2, 3, 5, and 10 cm 
from the face of the crystal. The detector mount and sample holder are 
shown in Figure 1. Counting was accomplished using a Tracerlab RLP-6 
Step Scanning Spectrometer. With this instrument, gamma radiation absorb- 
ed by the detector was counted in fifty equal increments over an approp- 
riate selected range of energies. Counting times were accurate to within 
0.01 minute. 

The resolution achieved with the crystal and associated equipment 
as usually designated was 7.75%; i. e. , for the 0.662 Mev gamma of Cs-137. 
For energies in the range of interest in this investigation, the resolutions 
are shown in Table 1 and in Figure 2, plotted as a function of gamma energy. 
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Table 1 



Isotope 


Gamma Energy 
Mev 


Width at Half Maximum 
Mev 


Resolution 

% 


1-131 


0.364 


0.0373 


10.25 


Au-198 


0.412 


0.0399 


9.70 


1-128 


, 0.46 


0.0416 


9.05 


As-76 


0.560 


0.0459 


8.20 


1-131 


0.637 


0.0503 


7.90 


Cs-137 


0.662 


0.0513 


7.75 


Resolution 


is defined as the 


width of the photopeak at one 


-half of its 



maximum intensity divided by its gamma energy. 

The detector was positioned centrally in a 2 inch thick lined lead 
shield of inside dimensions 22 x 22 x 24 inches. As shown in Figure 3, 
the shield was constructed of 2 x 4 x 8 inch lead brick reinforced by a 
rigid steel frame. It was provided with an inner lining of 0.125 inches 
of sheet aluminum and an intermediate lining of 0.1875 inches of sheet 
brass. The greater the distance the shield is removed from source and 
detector the less backscattered radiation influences the count rate. (9) 
The contribution due to backscattered and fluorescent radiation was small 
as is evident from the Cs-137 spectrum shown in Figure 4. This extraneous 
radiation amounted to four percent of the total measured count rate. 

The spectrometer system was calibrated by utilizing appropriate gamma 
emitters of known energy including 1-131, Au-198, Zn-65, As-76, Cs-137, 
Zr-Nb-95, and Co-60. A substantially linear relationship between quantum 
energy and pulse height increment was obtained for two different energy 
ranges. Proportionality for a measurement range from 0 to 1.5 Mev was 
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within 1.1% standard deviation from the mean value of energy per 
channel. Reduction of the energy range covered to 0 to 0.75 Mev gave 
a variation of 1.9% on the same basis. The latter range of measurements 
doubled the number of experimental points available in the energy range 
of interest. Calibration data are shown in Table 2 and plotted in 
Figure 5. 

The long term stability of the equipment observed was such that the 
maximum variation in channel location for the 0.364 Mev peak of 1-131 
was approximately three percent. This necessitated the checking of 
calibration prior to each determination. When the 1-131 activity of a 
sample was sufficiently high, the 0.364 Mev and 0.637 Mev peaks of 1-131 
were used for internal calibration. When samples of low activity were 
used, calibration was accomplished using the 0.364 Mev peak of an auxiliary 
1-131 source and the 0,662 Mev peak of Cs-137. 

In a sample of 1-131 after activation of 1-127, the 1-128 spectrum 
is superimposed on that of 1-131 and distorts the latter; with minimum 
amounts of 1-128 activity, it would be evident only in the region of the 
principal photopeak of 1-128, 0.46 Mev. Therefore, counting was restricted 
to channels in the energy range from approximately 400 to 500 Kev. 

Counting times of one minute per channel enabled three separate measure- 
ments to be made in this energy range within one half-life of 1-128. 
Following determinations of the complex spectrum, the 1-128 activity was 
allowed to decay to one percent of its original value and determination 
was made of the 1-131 spectrum in this energy range. After decay cor- 
rection of the 1=131 spectrum to the time of each original determination 
of the complex spectrum, subtraction of the 1-131 curve then yielded the 
1-128 activity. Since the background was essentially constant, its effect 

was cancelled by the subtraction of the spectra. 
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Table 2 



CALIBRATION DATA 







Gamma 


For 0 


to 1.5 Mev 


For 0 


to 0.75 Mev 


Isotope 




Energy 

Kev 


Channel 


Kev/Channel 


Channel 


Kev/Channel 


1-131 


c 


364 






25.88 


14.06 


Au-198 




411,8 


13.15 


31.32 


29.25 


14.07 


Zn-65 




510 


16.55 


30.82 


35.80 


14.25 


As-76 




560.5 


18.40 


30.46 


38.85 


14.43 


Cs-137 




661.6 


21,67 


30.53 


44.98 


14.71 


Zr-Nb-95 




751 


25.10 


29.92 






Zn-65 




1119 


36.65 


30.53 






Co-60 




1173 


38.10 


30.79 






As-76 




1210 


39.25 


30.83 






Co-60 




1332 


42.55 


31.30 






Mean: 








30.72 ± 


.34 


14.30 i . 
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The height of the 1-128 photopeak was estimated using the method of 
Co Ec Miller. (10) Idealized photopeaks of various heights and appro- 
priate width for the resolution corresponding to the energy of the 
1-128 peak were selected. These curves were then fitted to the experi- 
mental data with maximum at 0.46 Mev. The value of peak count rate 
obtained was then decay corrected to the end of irradiation. From the 
peak count rate s the area under the photopeak was calculated. The amount 
of 1 = 128 present was computed with appropriate values of detection 
efficiency and peak to total ratio which are known. (9) The corresponding 
quantity of 1=127 was obtained directly from this result. 

The amount of 1=127 may also be computed by comparison of the peak 
count rate with that measured with a known quantity of 1=127 activated 
under the same conditions. (11) A sample* consisting of 36 milligrams 
of potassium iodide, was irradiated and the resulting 1=128 spectrum was 
determined in order to confirm experimentally the size of the 1=128 peak 
to be expected from a particular amount of 1=127. Calculations by the 
absolute method indicate that this quantity of 1=127 should produce peak 
count rates of 154 epm at a counting distance of 10 cm and 1110 cpm at 
2 cm. The experimental values were 149 cpm and 896 cpm respectively. 
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3. 



Results . 



Experimentally determined 1-131 and 1-123 spectra are shown in Figures 
6 and 7. The 1-131 spectrum was obtained using fission-product from ORNL. 
It represents the mean of eight spectrum determinations normalized to the 
0,364 Mev peak for count rate and corrected for drift. The 1-128 
spectrum was obtained with activated pure crystalline iodine. Three 
independent determinations in the vicinity of the 0.46 Mev photopeak are 

f. 

shown, one of which covered the entire energy range. This spectrum was 
normalized also to its principal photopeak. 

Four different lots of the carrier-free fission-product 1-131 were 
analized for 1-127 content. These lots varied widely in age as did also 
the quantities of material irradiated. 

Four determinations were made using small samples from a lot which 
had originally assayed 52.9 me /ml and varied in age from 31 to 46 days. 
Since the maximum total count rate must be held below 4000 cps to avoid 
significant coincidence losses in the counting circuitry (6), the sample 
size and, hence, the amount of material irradiated per determination was 
limited by the 1-131 activity. No 1-127 was detected. Since the sample 
sizes were close to the maximums permissible, it must be concluded that 
the amount of 1-127 was outside the limits of sensitivity, 0.1 mg, as shown 
in section 4. 

Three other lots consisted of much older material. These lots were 
comparable in age and original assay, and the sample sizes used were 
0.2 ml and 1.0 ml. Negative results were obtained in the single determina- 
tion using Lot 2. One of three determinations involving Lot 3 was posi- 
tive and gave an 1-127 content of 0.1 mg/ral. Three of four results 
obtained with Lot 4 were positive, with 1-127 contents of 0.8, 0.1, and 
0.1 mg/ml. A summary of results obtained is shown in Table 3. 
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Table 3 



RESULTS 



Lot 

no. 


Deter- ORNL 

miration assay 

ikk me /ml 


Age 

(days) 


Quantity Cm 

irradiated above 
A crystal 


Photopeak 1-127 
count content 

rate cpm rog 


1 


i-i 


52.9 


31 


1 


10 


A/ 0 


< 0.1 


1 


1-3* 


52.9 


35 


1 


10 


.A/ 0 


< 0.1 


1 


1-3 


52.9 


41 


5 


10 


A*0 


< 0.1 


1 


1-4 


52.9 


46 


5 


10 


.-vO 


< 0.1 


2 


2-1 


39.2 


409 


200 


2 


V0 


< 0.1 


3 


3-1 


30.3 


207 


200 


2 


V0 


< 0.1 


3 


3-2 


30.3 


210 


1000 


2 


/V 0 


< 0.1 


3 


3=3 


30.3 


224 


1000 


2 


3 


0.1 


4 


4-1 


27.7 


344 


200 


2 


5 


0.2 


4 


4=2 


27.7 


350 


1000 


2 


4 


0.1 


4 


4=3 


27.7 


354 


1000 


2 


/V 0 


< 0.1 


4 


4-4 


27.7 


364 


1000 


2 


2 


0.1 


NOTES 


CD 


In determination 4~4 , 


detailed 


spectrum 


analysis was not made 



(2) One milligram of 1-127 would be expected to produce a peak 

count rate of 33 cpm at a distance of 2 cm above the crystal, 
or 5.5 cpm when at a 10 cm distance. 
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principal interest. The crystal resolution of 7.75% was adequate co 
readily distinguish the principal I **126 peak from peaks due to 1 = 1 11. 

The improved sensitivity resulting* however, was not adequate to allow 
satisfactory e-sti mat ion of the amount of 1-127 present. 

With the present equipment and flux, it should be possible to deter- 
mine a quantity of owe milligram of 1-127 with, an accuracy of 15% on 
the basis of result t obtained with a known quantity of iodine. A non- 
quantitative indication of the presence of 1-127 would be given by one- 
tenth this amount. Assuming aa 1-127 content of 1 mg/ml and an assay 
of 35 me /ml , it woul i be necessary to allow decay for 100 days for 15% 
accuracy of analysis. At much higher specific activities, detection of 
1-127 would not be expected. £h* sensitivity of the determination could 
be increased by inn: csing the activation flux. Increasing the flux by 
a factor of 200 world allow detection only, of 5 x HT 4 ml H grams of 1-127 

i 7 



Based on previous results ( 65 ,?) 1-1^7 present in a one milliliter 

sample was about 100 mg* Inis quantity is well within the sensitivity of 
the present investigation* When counted at 2 cm* the expected peak count 
rate would be 3300 cpm which is much greater than any observed. It would 
appear that differences between present and previous results are attribut- 
able either to improved detection equipment or to actual differences in 
the samples. * Since even an 1-127 content of 0,1 rag/ml cannot be accounted 
for on the basis of fission* it appears most likely that contamination 
during chemical processing must be considered. If this is the case, 
large variations in 1-127 content might be expected. 
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5. Summary* 

(1) The quantity of 1-127 present in carrier-free 1-131 was no 
greater than 0*03 mg/rac of original activity. This is lower by a factor 
of one hundred than the quantities previously reported. 

(2) Improved spectral analysis made possible by good crystal 

resolutions, and the reduction of backscattered radiation through shielding 

design were inadequate alone to permit determination of 1-127 • 

* 

(3) With the present equipment and a flux of 4*5 x 10^ neutrons/ 
cm^/sec* the minimum quantity of 1-127 determinable is of the order of 
one mi 111 gram* 

(4) For more satisfactory estimation by activation methods of the 
isotopic composition of fission-product 1-131 9 a greater neutron flux is 
essential „ 



19 



BIBLIOGRAPHY 



I* Radioisotopes Special Materials and Services Catalog and Price List* 

U. S. Atomic Energy Commission, Oak Ridge National Laboratory, 2nd 
Revision, March, 1959. 

2. Fo R. Bruce et al s Process Chemistry, Series III* pp. 360*362, 
McGraw-Hi 1 1 , 1 956 • 

3. A. F„ Rupp, Eo Ec Beauchamp* and J. R, Farmakes, Production of Fission* 
Product Iodine 131, ORNL=1047, U c S. Atomic Energy Commission, Oak 
Ridge National Laboratory, December, 1951. 

* 

4. H. To Russell, Recovery and Half "Life Determination of 1=129, ORNL- 
2293, Uo So Atomic Energy Commission, Oak Ridge National Laboratory, 
May, 1957 o 

5o Mo Kahn, A. J. Freedman, and C. G. Shultz, Distillation of "Carrier- 
Free" Iodine- 131 Activity, Nucleonics, Vol. 12, No. 7, pp. 72-75, 
July, 1954. 

6. R. Gminder and J. Tyler, Neutron Activation Analysis of Fission- 
Product lodine-131. Thesis, U. S. Naval Postgraduate School, June, 
1958. 

7. E. Jones and W. Crist, Jr., Isotopic Analysis of Fission-Product 
Iodine- 131, Thesis, U. S. Naval Postgraduate School, June, 1959. 

8. P„ R„ Bell, Beta and Gamma-Ray Spectroscopy, K. Siegbahn, ed. , 
North-Holland Publishing Company, Amsterdam, 1955. 

9. R. L. Heath, Scintillation Spectrometry Gamma-Ray Spectrum Catalogue, 
AEC Research and Development Report IDO-16408, U. S. Atomic Energy 
Commission, Idaho Operations Office, July, 1957. 

10. C. E. Miller, Neutron Activation Analysis Methods for the Group VIII 
Elements, ORNL-2715, U. S. Atomic Energy Commission, Oak Ridge 
National Laboratory, May, 1959. 

11. W. A. Brooksfeank, Jr., Study in Activation Analysis, ORNL-2226, 

U. S. Atomic Energy Commission, Oak Ridge National Laboratory, page 
3, December, 1956. 

Additional References of Interest 

12. D. Strominger, J. M. Hollander and G. T. Seaborg, Table of Isotopes, 
Reviews of Modern Physics, Vol. 30. No. 2, Part 2, pp. 706-707, 

April, 1958. 

13. G. W. Leddicotte and S. A. Reynolds, Neutron Activation Analysis, 
AECD-3489, U. S. Atomic Energy Commission, Oak Ridge National 
Laboratory, January, 1953. 



20 



14. D. J. Hughe. s oart R. B. Schwartz, Catalog o £ Neutron Cross Sections, 
Second Edition, BNL-325, U. 5. Atomic Energy Commission, Bitokbaven 
National laboratory, page IS, July, 1958. 

15. A. T. Biehl et &‘i Compact, Low-Cost Reactor, Nucleonics, Vol, 14, 

No. 9, pp. 100*103, September, 1956. 

16. R. L. Heath and F. Scht'oeder, The Quantitative Techniques of Scintil = 
laticn Spectrometry as Applied to the Calibration of Standard Sources 
AEC Research and Development Report IDO-16149 (1st Rev), U. f>. Atomic 
Energy Commission, Idaho Operations Office, April, 1955. 

17. G. W. Leddicotte et &1, First Conference Analytical Chemistry in 
Nuclear Reactor Technology, November 4-6, 1957, Gatlinhurg, Tennessee, 
C. D. Susano et al , ed., T1IW555, U. S. Atomic Energy Commission, 

Oak Ridge National Laboratory, August, 1958. 

18. G. W. Leddicotte and S. A. Reynolds, Neutron Activation Analysis, 

ORNL CF“56~7=1Q6, Fifth Issue, U. S. Atomic Energy Commission, 

Oak Ridge National Laboratory, July, 1959. 



3 1 



APPENDIX I 



Determination of a Photopeal< 

The experimentally determined photopeak is assumed to have a Gaussian 
distribution about its most probable value. Its serai logarithmic plot is 
a parabola whose equation is 

Ln y - Ln y 0 - Ax^ where A - 

and where * 



y - Number of counts observed in a particular interval 
y G * Peak count 
A = Slope of Ln y versus x^ 

z Standard deviation for the Gaussian distribution 
x “ Difference of abscissas of y Q and y in appropriate energy units 
In determining the channel (or energy) location of a photopeak, an 
estimate is made of this location. Then several points in the vicinity 
of the peak 5 and on the high energy side, if possible, are selected. 

Using these points, a plot is made of Ln y versus If the energy of 

the peak was estimated correctly, the plot obtained should be a straight 
line. Otherwise, successive approximations yield a best fit. The y 
axis intercept yields the peak count and may be evaluated from the 
slope. The area under the photopeak and detector resolution are readily 
obtained when these parameters are known. An illustration of the technique 
follows : 

The following data are plotted in Figure 8 



Channel 


44 


45 


46 


47 


48 


y 


44 s.002 


48,990 


34,998 


15,504 


4,490 
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X. 



tin 



BJi 



/ Z 



7* 
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l. 



Assume 


that the 


peak is located 


. at channel 


44,75 and 


compute 


values of x^ 












Channel 


44 


45 


46 


47 


48 


X 


0.75 


0.25 


1.25 


2.25 


3.25 


2 

x^ 


0.5625 


0.0625 


1.5625 


5.0625 


10.5625 



Plot values of x^ versus Ln y as shown in Figure 8« Since a 

straight line results* the assumed peak location is correct. A peak 

count rate of 50 3 000 cpra may be read from the straight line plot; and 

from this line* the half width at half maximum is found to be 

1/2 

(3) = 1.732. The area under the photopeak is calculated as 1F4, 'CO cpm. 

Finally, the resolution is computed to be 



2 (1.732) 
44.75 



7. 75% 
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APPENDIX II 



Activation Calculations 

Part 1 Absolute Method 



Symbol 


Meaning 


y Q 


Peak count rate 


cr 


Standard deviation for a Gaussian Distribution 


Wiu if 


Width of Photopeak at half maximum 


R 


Absolute gamma emission rate 


r p 


Gamma emission rate under photopeak 


p 


Peak- to- total ratio 


e t 


Total absolute efficiency of crystal 


A 


Correction factor for absorption 


o< 


Activity in disintegrations/second 


O — 

127 


Activation cross section of 1*127 


0 


Reactor flux in neutrons/cm^/sec 


^128 


Decay constant for 1-128 


t 


Time of irradiation 


W 127 


Mass of 1-127 in grams 


N 127 


Number of 1-127 atoms in sample 


M 127 


Atomic mass of 1-127 


0.17 


Fraction of decay resulting in 0.46 Mev gamma 


6.025 x 10 23 


Avogadro e s Number 



Gamma emission rate under photopeak 

R p = \2TF CT y Q or R p = 2,129 y Q 

Absolute gamma emission rate 

R “ R P 

p e t A 
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Acti vity > ndi > •; o d 



c* 



Oo 1/ 



NumDer of I- 12f atoms in sample 



n 127 



(1 „ e ->-128t) 



Grams of I°127 in samp le 



w 127 ■ te , 

6o025 x 10 23 



'u 



Part 2 Comparator Method 

Symbol Meaning 

W„ Mass in unknown in grams 

Mass in comparator in grams 
Activity of unknown 
Activity of comparator 
Mass of 1-127 in unknown 



W r 






w. 



\ w c 
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APPENDIX ITT 



O 75 



0 



I- I 3 i- I - 128 Decay Schemes 




0112 

0 - 4.37 



0364 



O «64 



OOfC 



I- 128 X'i m 
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